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Anti-AAV9 Antibody Testing FAQ

1. What does Unique Patient Code on the Laboratory Request Form (LRF) mean? 
 The Unique Patient Code (UPC) is an identifier for tracking the serum sample test, which ensures the patient’s 

identity/privacy, and is used for the result communication between physician and Viroclinics. Please clearly 
indicate the UPC on the serum sample tube.  Please use one Laboratory Request Form per serum sample!

2. In case blood collection and pick-up are scheduled on the same day, how long can the serum sample 
remain at room temperature before the courier pickup? 

 The serum sample can be left at room temperature for up to 2 hours, after this time it should be stored 
temporarily in a refrigerator at max 4 ° C before it is picked up by the courier the same day.

3. How long can the serum sample be kept frozen before sending it to the Viroclinics laboratory in the 
Netherlands? 

 For quality and testing purposes it is vital that serum samples are stored between -20°C to -80°C degrees. In 
frozen condition the serum is preserved as needed for an unlimited period of time. 

4. What is the minimum volume of serum needed for testing? 
 Please isolate 0.5 ml serum per patient (an absolute minimum of 0.25 ml should be provided). 

5. How many serum tubes per patient do I need to send for testing? 
 Please send only one tube per patient together with one Laboratory Request Form.  

(1 sample = 1 patient = 1 LRF)

6. Which tube should be used for preparing the blood collection?
Product name BD Vacutainer ® SST™ II Advance 2,5ml 
Device Listing Number n/a
Premarket Submission Number n/a
Product code 366882
Device Name BD Vacutainer ® SST™ II Advance
Manufacturer Becton, Dickinson and Company UK
Foreign Manufacturer Address n/a
Product name BD Vacutainer ® SST™ II Advance 2,5ml 
Device Listing Number n/a
Premarket Submission Number n/a
Product code 366882
Device Name BD Vacutainer ® SST™ II Advance
Manufacturer Becton, Dickinson and Company UK
Foreign Manufacturer Address n/a
Dimensions 75 x 13 mm

7. Which tube should be used for preparing the serum sample?
Product name Sarstedt tube
2 ml, PP, flat, with assembled cap, sterile 
Device Listing Number n/a
Premarket Submission Number n/a
Product code 72.694.006
Device Name Culture media, Non propagation transport
Manufacturer Sarstedt tubes 
Foreign Manufacturer Address Sarstedt AG & CO, Sarstedtstraße 1, 

 Nürnbrecht, Germany
Dimensions 10.8*44 mm



8. Can the serum sample be stored in a heparin tube? 
 No, please use a Sarstedt or Eppendorf tube (or similar polypropylene tube). It is not possible to test a serum 

sample stored in a heparin tube. 

9. Do I need to arrange the shipment box myself? 
 No, it is the courier’s responsibility to arrange a shipping box and dry ice. You only need to place the serum 

sample in a biohazard bag (provided by the courier), seal it, and place it in the shipping box. 

10.  Does a temperature logger need to be added to the shipping box? 
 No, a temperature logger is not needed, as the serum sample will be shipped on dry ice. 

11.  At what temperature should the AAV9 Antibody Screening kit be stored  
(used only in Europe, Middle East, and Africa countries)?

 Please store the serum sample kit at room temperature.

12.  If the courier is asking for a point of contact at the testing lab, how should I respond? 
 Please reach out to Viroclinics via email for assistance at AAV9-Screening@Viroclinics.com.

13. If I forgot to include the Laboratory Request Form in the shipping box, what should I do? 
 Please send the Laboratory Request Form by email to: AAV9-Screening@Viroclinics.com.
 
14.  If I forgot to mention the blood collection date on the Laboratory Request Form, what should I do?
 Please provide this information along with the Unique Patient Code by email to: 
 AAV9-Screening@Viroclinics.com.

15.  How are the test results provided back to the treating physician?  
 The result will be reported within 4 working days after the serum sample arrives at Viroclinics. The AAV9 

test result will be communicated directly by Viroclinics via email to the email address(es) provided on the 
Laboratory Request Form.

16.  How long a serum sample will be kept at Viroclinics after the test is performed?
 After the test is performed, the sample is being stored at Viroclinics for 1 month and is disposed after 
 1 month. 

17.  What standards does Viroclinics comply with? 
 Viroclinics-DDL is accredited for ISO 15189 by the Dutch Board of Accreditation (RVA). Viroclinics is specialized 

in the analysis of samples from both clinical trials and patient samples. With a strong track record and a 
specialty in respiratory viruses, focusing on vaccines, antibodies and antiviral compounds, they recently 
became highly proficient in the analysis of antibody and cell mediated responses. Viroclinics offer validated 
assays to detect antibodies against AAVs, vectors and target inserts. 

18. How does Viroclinics deal with privacy data? 
 Viroclinics Biosciences, Viroclinics-DDL Diagnostic Laboratory provide its services on a global scale.  

If applicable, they comply with local privacy regulations. The company is based in the EU (The Netherlands). 
The framework of this privacy policy is therefore based on the European General Data Protection Regulation 
(GDPR or AVR).
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19. What is the general overall process flow?

 Please reach out to AAV9-screening@viroclinics.com once you need further assisance.
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knows  your  target

Laboratory Requisition Form for AAV9-Ab Screening

Patient Information

Date of Birth

Sex Male Female Unknown

Patient ID# (if available)

AAV9-Ab Screening Serum, 2x 1 ml

PRESCRIBER / LABORATORY CONTACT INFORMATION

PATIENT

Tests Ordered (check box)

Name/Contact Name:

Address

City State Postal Code

Phone #

E-mail

Date collected

Fax #

Instructions:
AAV9-AB Screening, collect blood sampling in yellow serum tube immediately invert tube 5 times. The Vacutainer® tube must be kept at room 
temperature and leave for a minimum of 60 minutes to a maximum of 2 hours at room temperature to allow clotting! Separate serum from blood 
cells by centrifugation: spin at least 10 minutes with. Transfer the serum to a properly identi�ed pre-labeled tube with a green cap a minimum 
volume of 500 ul serum is needed. Store samples frozen and call world courier for sample pick up. World courier will bring shipping box & dry-ice.  
Ship samples frozen to Viroclinics Biosciences BV, Marconistraat 16, 3029 AK Rotterdam, The Netherlands. 
For courier contact details see.www.viroclinics.com /aavg , or viroclinics helpdesk +31880333088

AveXis account # 

BILLING INFORMATION

Viroclinics / AveXis AAV9-Ab Screening Kit reorder (optional)

last

E-mail

first

lastfirst

Address

Phone #

Name

Check here if same above

Item

City State Postal code

Phone #

E-mail

Fax #

Testing costs will be covered by AveXis Many payers have medical neccessity requirements. You should only order those tests that are medically 
necessary for the diagnosis and treatment of the patient.

Fields in red indicate required information

Complete the information below to reorder additional kits:

Shipping information

Viroclinics / AveXis AAV9-Ab Screening Kits QTY (check box) 1 Kit 2 Kits 3 Kits

By participating in the AveXis Laboratory testing Program, I hereby consent to receipt by AveXis of all, de-identi�ed, non-personal data speci�c to 
the program from laboratory service provider, Viroclinics Biosciences.  This consent is an overall consent for all testing in connection with the 
AveXis Laboratory Testing Program and is not given on a per order basis. I understand that costs related to the AveXis Laboratory Testing Program 
which includes the AAV9-Ab Screening Kit and Antibody Tests will be billed directly to AveXis.

Prescriber Signature Date Print Name of Prescriber

Collect blood 
into the 
2.5 ml serum  
collection tube
(invert 5 times) 

Store Sarstedt  
tube with 
serum sample
at -20 to -80˚C

Pack Sarstedt  
tube containing  
the serum in  
biohazard bag 
upon shipment

Fill-in the  
Laboratory  
Requisition  
Form (LRF)

Collect serum  
from sample  
collection tube  
and transfer to the  
Sarstedt tube  
(minimum 0.5 ml)

Place LRF on top 
of the polystyrene 
under the carton lid 
of the shipping box. 
Keep a copy for  
your own reference

Leave sample 
at room  
temperature for 
1 to 2 hours to 
allow clotting

Centrifuge 
for 10  
minutes at 
1000 - 1300 g

Ship to 
Viroclinics 
Biosciences  
on dry ice

AAV9 antibody screening sample procedure

Please reach out to AAV9-screening@viroclinics.com once you need further assistance.


